
Goldmann III White Stimulus
Background 10 cd/m2

DEFECT,  TWOEYES
dob 12/12/1945
Date 28/04/2014
Right Rx +4.25/0.00x180
Pupil Diameter  R ........ L ........

Record Num  123
Age 68
Time 08:48:34
Left Rx +4.00/0.00x180
VA  R .........  L .........

Name
Address 1
Address 2
Post Code

Threshold Test

Threshold dB (0=3183cd/m2)

RIGHT EYE

Presentations 54
Fovea

Fixation Losses 0/0
False Positives 0/0
False Negatives 0/0

Mean Defect -3.97 dB
p<1%

Std Dev Defect 2.78 dB
p<2%

Hemifield Test
Borderline p<10%
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Goldmann III White Stimulus
Background 10 cd/m2

DEFECT,  TWOEYES
dob 12/12/1945
Date 28/04/2014
Right Rx +4.25/0.00x180
Pupil Diameter  R ........ L ........

Record Num  123
Age 68
Time 08:48:34
Left Rx +4.00/0.00x180
VA  R .........  L .........

Name
Address 1
Address 2
Post Code

Threshold Test

Threshold dB (0=3183cd/m2)

LEFT EYE

Presentations 54
Fovea

Fixation Losses 0/0
False Positives 0/0
False Negatives 0/0

Mean Defect -3.08 dB
p<2%

Std Dev Defect 5.92 dB
p<0.5%

Hemifield Test
Within Normal limits
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